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(57) ABSTRACT

An implantable medical device detects conditions such as a
lead failure which may result in oversensing a physiologic
condition. In response, the IMD automatically adjusts sens-
ing thresholds, such as the number of intervals to detection
in order to mitigate the effect of oversensing in the delivery
of extraneous therapy.
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